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T? IG, 1 shows the new hp' Model I30BRhigh- 
A sensidvity oscilloscope which has been de- 
signed to make available in a rack- moun table 

instruxnent the 
same excel- 
lence in meas- 
uring ability 
that has been 
available i n 
the -hp- cabi- 
net-style 
Model 130A 
oscilloscope 
introduced a year ago.* The new rack-st\ le in- 
stfLiment, in fact, has even more con%'eniences 
and measuring Eexibilit}^ than its cabinet-st>le 
companion. 

Like its companion, the new Model 130BR 
has been designed as a voltage- time- phase shift 
measuring instrument of wide range, high sen- 
sitivity, and overall quality as evidenced by 
the following major characteristics: 



Sfnce the mtroduciion of fh# -hp- Model 
If 30 A cf-c -— 300 kc oiciHoscope tost /eor, 
muny recjd&r$ have had Qti oppOftunity fo 
become acquainted wiih thai insf/i/ment 
rtnfhand. Ai a re%uit^ it gainetj liotabh 
popuhrity a^d shorfty become ih& iiandard 
of the field. 

Now, a rack-mouniing versppn of tha 
msffumertf hos been c/esigned. Ai though 
hQiizoUy iimifaf to its iabinei-ifyh corrrpan- 
lon, the new instrument has even more fea- 
tures ond wiJt be mterejfjng both to rmod^rs 
who may not u$e ratk style insirvmenis Oi 
weii OS to those who do. 



• It operates from d-c to above 300 kc* 

• h has ii wide voltage- measuring range of from 

1 miliivoh cm to approximately 1500 volts 
peak'to-peak full scale. 

• It has a wide time* measuring range of from 

0.2 microsecond/cm to approximately 15 
seconds ctn. 

• For phase measurements the vertical and hori- 

zontal ampHfiers have been made identical, 
enabling phase measurements to be made up 
to 100 kc or more, depending on accuracy 
requirements. 

• A x5 sweep expansion feature is provided for 

all sweep speeds to enable easj- examination 
of paints of special interest in a display. 

• Ihe sweep arrangement includes the -hp- orig- 

inated Preset feature which automatically 
operates the sweep on viewable wa\'eforms. 

• In addition to front panel terminals, terminals 

for the vertical and horis^ontal amplifier in- 
puts are provided at the rear of the chassis 
for console operation. 

• The instrument displays bahmced inputs of 

up to approximately 1.5 voha p-p in both 
channels. 



•pwane punwwKfit and Dick Rt>iiold5, A Sac PC-JOO KC Hig^-Sfitsitiv* 
Xo. 7. yUtzh. 1956. 
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Fig. I, St^u ^hp- Moiid iWBR DC*UUf KC OscUioscopc 
is deiigtfeti with high smsitiriiy, high stahility, wide 
range of sweep ipeedif x5 expatidahle sweep, and id^nii- 
cal amplifiers so ai to simplify meastiremeuii of lohagt^ 
iimt' and phase shifi, ConsuU operaftftn is factlitated hy 
^dditiauiil input Urminals at rear of chassis^ 



Fig. 2. Typical handwidtf? characteristic of ^hp- 

Model I^tfBR Oscitl&scope. Crtrve applies to both 

reriical and horizontal afuplijier and is essrtUially 

ind^p^itdttit of sensilitity settings. 
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Fig. 3, Trigger controls provide for juto^ 
matte triggering (Preset} from iniertiiii {it 
external signal x and (upper cotftroh) for 
selei:lion of trigger point from —30 to 
-\-iiO rolls at either dope. 

• Band widths of che vertical and harbson- 

tal amplifit;rs arc constant regardless 
of st^nsitivit>' to insure accurate meas- 
urements ar all rated frequencies. 

• A mono- accelerator tube is used CO ob- 

tain good overall spot focus and is 
operated at 3.W)0 vdc to obtain hj^h 
tight output, 

• The level and slope ac which the sweep 

triggers on the sync signal can be 
selected by simple panet controls* 
» Nfaoy mechanical and functional con- 
veniences are inctjrporated including 
the hp- developc'd crt alignment 
le%er and quick-change beajel as- 
sembly. 

AUTOMATIC SWEEP 

The sweep system used in the 
instrument cati be iotrixjuced by 
saying thut its basic quality and flex- 
ibihty are unmatched outside the 
finest high-frequency oscilloscope 
cbss, Even there^ the system used 
becomes surpas^sed mainly by the 
fact that higher speeds are used com- 
m ens unite with the high-frequenc)- 
character of such instruments* 

Except for the important sweep 
expansion feature, the system used 
in the instrument is identical to that 
used in the Model 1 30 A and includes 
the -hp- developed automatic sweep 
(Preset) feature. This feature is such 
that the s^^eep occurs automatically 
when a signal is appl ied to the verti- 
cal system* Nearly any type of view- 
able waveform will trigger the 
sweep, since it is only necessar)' that 
the signal have sufficient amplttude 
to give 1^ cm of deflertiori On the 



most sensitive 1 millivolt/cm range 
of the instrument, it is thus only 
necessary that the signal be I milli- 
vol I in amplitude to give automatic 
sweeping* Automatic operation is 
obtained by setting the Sweep Mo£ie 
control (Fig. 3) ^o the Preset position* 

Besides operating from the signal 
applied to the vertical system, the 
atitomatic feature can also be oper- 
ated from external sync signals of 
2 volt p-p minimum amplitude or 
from the powder line frequency. The 
Sync selector switch enables the op- 
erator to select the source of the sig- 
nal that triggers the sweep. 

The user also has the option of 
using a free-running sweep if de- 
sired. The Sweep Mfufe control, 
when turned clockwise, causes the 
sweep to free-run^ a feature that is 
often convenient when establish ing 
set-ups such as when arbitrary^ base- 
lintis are desired. 

TRIGGER POINT SILECTION 

The sweep system is also made 
unique in this class of instrument by 
the fact that it will trigger from a 
selectable point on the signal used 
as the trigger. The Trtgj^er Level 
control (Fig. 3) enables any level 
of a viewed signal or from 30 to 
-^30 volts on an external signal to 
be selected, while the Trigger Slope 
control enables either positive or 
negative slopes to be selected. 

SWEEP RANGE 

A further distinction of the sw^eep 
system lies in the range of sweep 
speeds provided and the unusually 
straightforward manner in which 
they can be selected* Sweep times are 
selected by a single switch (Fig* 4) 
which provides 21 calibrated speeds 
ranging from 1 microsecond cm to 
5 seconds cm. Any desired speed can 
thus be selected with a single direct- 
reading control so that no mental 
computation of the settings of two 
or more controls with accompany- 
ing possibility of error is required* 

Sweep speeds that lie between the 
fixed steps can be selected with the 
Vertiier control which is concentric 
w*ith the sweep time selerror. The 
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Fig, 4. 'fh simplify sueep svU'Ctwn, sweep 

time select fj^r is a single, diref threading 

control. Concentric vernier enables con- 

tinnotts variation hetueen steps, 

vernier has a nominal 3^1 range 
which, besides selecting intermedi- 
ate sweep speeds, can be used to 
extend the slowest sweep from 5 
seconds/cm to approximately 15 sec- 
onds/cm or 1 50 sectmds for the total 
10 cm sweep. The system thus con- 
veniently accommodates very low 
frequency phencmiena* 

SWEEP EXPANSION 

One of the important new fea- 
tures of the instrument is that it is 
provided with an expandable sweep. 
An expansion of 5 times is provided 
and is obtainable with any of the 
sweep speeds of the instrument, 
including the fastest 1 microsec- 
ond cm sweep. The feature can thus 
also he used to extend the I micro- 
second/cm sweep to OJ microsec- 
ond cm, should a sweep of that 
speed he desirable. Sweep expansion 
is selected by setting the Horiz. Sen^ 
sjiivity control (Fig. 6) to the x3 
position. 

Circuitwise, sweep expansion is 
obtained by reducing the feedback 
in the sweep amplifier to obtain a 5 
times increase in gain. A reduction 
in accuracy thus occurs* but this is 
slight, the derating being from its 
regidar 5% value to a 10^ value. 

KIGK-SENSITIVITT TWIN AMPLIFIERS 

Commensurate with its level of 
performance in other res[>ects, the 
oscilloscope is provided with verti- 
cal and horizontal amplifiers that 
have a high order of quality. Band- 
width is constant and wide (d-c to 
?ih*>vf 3f^f> Wri, <ipn*itrivfr\" Is high 1 1 



)Copr. 1949-1998 Hewlett-Packard Co. 



t 



VERT POS 




n y iiiVLi 






HORJZ SEWSmviTY 





-» ♦ 

TRI^SEII (J£V£L 






■t* 



fig. 5, .W>5^/f/ / S/>BR p^wtf/ hm been di^^lgned uUh coniroti arrunged in three simpie columns: 

tertkal cmtfrf^lf at iefL fxiriz&ntul itt middle right, ami nteep at far right. Large, heavy-duty 

guard hatttfUi fat Hi fate rack ir/ytaUafion a^ ueli ai general portahtlity^ 



mlllivDit cm max i mil ml, and sta- 
bilin' is extremely high. In other 
words, the amplifiers represent a 
generally fir st* rank design in which 
all performance aspects have been 
carefully treated to give the user 
maximum tueasu ring con ven i e nee 
and flexibility. 

A further feature worthy of spe- 
cial tnention is the fact that the ver- 
tical and horizontal amplifiers are 
identicaL This fact enables the in- 
strument to be useful in measuring 
relative phases in external circuits, 
since the identical amplifiers give 
the oscilloscope an extremely low 



VERT SENSITIVITY 



HORir 




Fig, 6, Vertkal and horiztintal sensitivity controls are simple, 

direct-reading type which art identical except for xl and x5 

sweep pmiiions ai ccw tnd of horizotital c&ntroL 



order of dilTerential phase shift. 
Phase shift at 50 kc, for example, 
is all but undetectable and is still 
small at several times that frequen- 
cy. Because this low differential 
phase shift is provided in vertical 
and horizontal systems that have 
high sensitivitieSn external relative 
phase can be measured in regions 
where high attenuation may be oc- 
curring in one of the signals. In feed- 
back systems, for example, where it 
is necessary to check loop phase 
characteristics in low loop trans- 
miss ion regions beyond normally 
useful ranges, the high sensitivirv 
oi the amplifi- 
ers is of cons id* 
erable value. 

More detailed 
information on 
the differential 
phase charac- 
teristic of the 
amplifiers is 
given in the 
discussion of 
the Model 130- 
A. Although 
the Model 150- 




BR amplifiers are not entirety iden- 
tical electrically to those in the 
Model 130A, they do e«^ual if not 
surpass those in the Model 130A« 

STABILITT 

One of the most popular features 
of the Model 130A is the fact that, 
despite its high sensitivity, the sta* 
bility of the trace is virtually inde- 
pendent of line voltage changes. In 
this respect, too^ the new Model 
130BR is the fuU equal of the Model 
130A, 

AMPLIFIER CONTROLS 

In the new instrument there are 
some additional amplifier operating 
features that give the instrument 
even greater convenience than its 
cabiiiei-st}^le companion. For one 
thing, an additional calibrated sen* 
sitivjty step has been added (5(1 
volts cm step). This enables a-c volt- 
ages as high as approximately 1500 
volts p-p full scale (10 cml to be 
measured by using the nominal 3:1 
sensitivity' vernier with the basic 
sensitivity switch, D-c levels up lo 
600 volts can be applied and meas- 
ured. 
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Fig. 7. -hf>' fjffiiik-fh^u^e h^zel is aiso de- 
signed to ittve a» camera mount. 

Tbeinaxinnum balanced input has 
also been increased from 20 mil- 
livolts/cm to 50 millivolts cm* This 
mean^i that balanced inputs as high 
as 500 mi Hi vol IS p-p can be dis- 
played by the iristrument without 
use of the sensitivity vernier. Use of 
the vL^rnier wiJ! permit balanced 
voltages up to approximately L5 
voits p-p to be displayed. Suppres- 
sion of common mode signals on 
balanced inputs is at least 40 db with 
the limitation that the common sig- 
nal should not exceed L5 volts. 

The d-c coarse balance control. 
which in the cabmer instrument is 
accessible through the side of the 
cabinet, has been located concentri- 
cally with the tine balance control 
on the front panel, h is thus unnec- 
essary to remove the instrument 
from the rack if adjustment of this 
control becomes desirable. 

The sensitivity controls them- 
selves are of the single direct-read- 
ing type which virtually prevents a 
mis-setting or mis< reading of sensi- 
tivity through error in calculating 
the calibrations of multiple controls, 

TiKMINALS AT REAR 

Console operation of the instru- 
ment is facilitated by terminals at 
the rear of the instrument for the 
ver ti cal and hor i zo n ta 1 inputs. 'Y hese 
are in parallel with the front panel 
inputs and consist of the commercial 
equivalent of an AN type 3102A 
receptacle for each input. This re- 
ceptacle is a common AN type 
which provides for a 3- wire input 
to accommodate the two balanced 
terminals of the ampti^er in addi* 
tion to a ground lead. 



AMPLITUDE 
CALIBRATOR 

The amplitude calibrator in the 
new instrument differs from that in 
the companion instrument in that 
it produces a nominal .-^00 cps square 
wave instead of a 1,000 cps wave and 
in that it uses a tubeless circuit. The 
circuit h a relaxation oscillator 
using tw^o neon lamps which have a 
superior operating life. The circuit 
arrangement is such that the charac- 
teristics of the lamps themselves 
have little influence on the square 
w^ave because the lamps act merely 
as on-off switches in a high-imped- 
unce circuit. 

MECKANICAl 
CONVEMIENCES 

The rack style instrument also re- 
jects the mechanical conveniences 
that were introduced and received 
wide acceptance on the Model 1 30 A. 
These include the crt alignment 
lever and the quick-change iip- ty^pe 
be ze 1 - fi 1 1 e r-g ra 1 1 cu I e a sse m b 1 y . 




Fig. H- Cri alignmt^Hi ieter si m pities an- 
gular ttfhe ftosiiiotiitt^, 

GENIRAL 

In other respects the rack- style in- 
strument at least equals the Model 
1 30 A and reference can be made to 
the discussion of that design for ad- 
ditional information. 

DESIGN TEAM 

The design group for the Model 
130BR included a number t>f mem- 
bers of the 'hp- enginc*ering depart- 
menrs. Members of the group were 
leader Norman B. Schrock. Duane 
DunwcKKlie* Eric Hammerquisi, 
Donakl L. Palmer, Dick Reynolds, 
and ilarolU C. Ri>cklitz. 

— D tta tit' O// FJ u fi die a tid 
Dkk Rcynrdds 



SPECfFICATIONS 
'hp^ MODEL 130BR 
DC-aOOKC 
SWEEP OSCILLOSCOPE 

Uon^e: 0.2^4 sec cm to opprox. 15 sec 'cm, 

Cafrbra'edr 21 cpCkbrated sweeps, in 1'2-5-1D 
%et\ii^i\te, Ijisec cm to 5 sec cm. Accuracy 
within 3%. 

Ma^inrfier; K5i Magnifier moy be tj^red' on ipttl 
rong^fi ftrtd sxptinds fostest sweep lo 
0.2^j&c< cm. Ac^vfocy wit>iin IO^q. 

Vcrnfffj'! Permits continuous ddiu&lmtfint of 
S-vif^ep time crntJ extends stowest sweep 
tiine to opproximdritly 15 Siec cm. 

Synchronirciflo/]; In terns My from line volt- 
age or from iignots causing V2 cenlimelijr 
OJ' mofe vertico) deftection. 
Extflrnolly From 0.5 volt p^ok to p«»k or 
more. 

Trigger Fo'i nt; Continuouily odi|u stable from 
— 3G to '30 voNs on either positive or 
Etegoiive slope of tJtternol synchfoniifng 
signotr or from ony point of the v^riitti\ 
stgnol presented on the screen. 

Pr^T^t Tr't^gtringi Switch posilion on sv^eep 
mode tonirol select! optimum setting for 
automatic triggering. 

INPUT AMPLtFIERS 

Vertical and horizontal arnpfirieri have some 
characteristics 

Sen%it\vitf Aonger 1 mv/cm to opprox. 150 
V cm. 

Stobi/jty; 1 nnv lir ctfier worm-yp. 

Inpui AHenuafar.' 15 coflfarated ranc|«s, in a 
1^2'5-lD sequence, 1 mv cm to 50 v cm. 
Vernier permits conrTnuous odiustment be' 
tween ranges and decfeosel Sensitiifity to 
opprok, 150 volis cm, occurocy zrS^i^ 

Bttndviridfh'. dc io 300 kc independenr of at- 
tenuator setting. 

\npvt Coupfrng; Direct or copociHv«ty eou- 
picd input; 600 volts d-c or f ms mox, rnput. 

Input Connecfortr 2 conductor terminol on 
front panel spoced ^'4', 3 conductor recep. 
tocle on rear paneE in poroUel with front 
panel itrmlnols. 

flofomed Input: On 1, 2, 5. 10, 20, ond 50 
mv cm ranges. Input impedonce 2 meg- 



ohms shunted with opproK. \25fijii. Con 
be reduced to 25/^jif by disconnecting^ reor 
terminoU. 

Common Mo^e teiectron I'Salance^J Input 
only); Refection ot leost 40 db. Common 
mode signal must not exceed 1.5 volts. 

BuiqIv Endod input; Qn oil rari.9es, iFtput im' 
pL'dcmce 1 megohm shunted wltH opprox. 
200/c/jf. Con be reduced to SOaaf by dis^ 
connecting rear terminals. 

Un distorted Defection." Thrc« screen diom^ 
eters, 

tnimmtti Coifibrotorr 300 mi I fi volts peok to 
peak JL 2°^ijd 300 cycfe squore wove op- 
p^jed to werticaj or horiiontol amplifiers 
by CAL position of input ottenvators. 

GENERAL 

liluminattnd Grattcuiif. Edge tighttid graticule 

with controlled iHuminationp 10 cm K \Q 

cm, marked in centimetef squpres with 2 

mm subdivisions on ma [or o^tes, 
CRT iefe^ CRT bezel reodlly removed by o 

15° twist. B^zel provides firm mount for 

standard oscillascope camerp eE^ulpment, 
CftT Ptaimii Direct connection to deflecting 

piotes via terminols on rear, Sensitivity 

approK. 20 volts, cm. 
tfrten$itY Modtj/otion; Terminols on reof; 20 

V positive slgnol blanks CRT ot normal 

intensity^ 
Cotirode Ray Tube; 5AQP mono-occelerotor 

flof foce type with 3000 volt accelerotmg 

poteniiot, Avoilable with PI, P7, or P11 

screen. 
Dimensfona; \9^' w>de, 8%k" High^ 22" <i%^p^ 
Weight, Ket 42 lbs. 
Power Supply 115 330 volii i^lO%,SO 1000 

cycles^ 160 vvotts. 
f'tftft: Color of flitter compatible ^with screen 

phosphor. 
Acceijonei Aval I'd b/e: AC-S3A Viewing 

HiMjd; foce -fitting molded rubber. Price: 

14.50 fob. Palo Alio, California. 
Pfdcer $650,00 f.o-b. Polo Alto, Cotifornia, 

(Normally supplied with PI screen. When 

ordering with P7 screen, specify 1306-11-7. 

When ordering: with Pll screen^ specify 

1308R-11. 

Doto subject to change without f^otice. 
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